[A case of pacemaker-induced tachycardia].
Report of a pacemaker induced tachycardia. Because of congestive heart failure therapy consisted in immediate replacement of the defective pacemaker. Analysis of the explanted pacemaker revealed a defect in the rate determining circuit. The rate protection limit prevented pacemaker runaway.